AMENDMENT NO. 3 SEPTEMBER 2014 
TO 
IS 2620 : 1963 SPECIFICATION FOR DISTILLING FLASKS 


(Page 3, Foreword, clause 0.2) — Insert the following at the end of this 
clause: 


‘Considerable assistance has been derived from the standard namely ‘IP 123/64’ 
published by Indian Institute of Petroleum, in formulating this standard.’ 


(Page 4, clause 2.0, line 2) — Substitute ‘IS 1382 : 1981 ‘Glossary of 
terms relating to glass and glassware’ for ‘IS : 1382 - 1961 ‘Glossary of terms 
relating to glass industry’. 


(Page 6, clause 3.5, Table 1) 


SI No. iii), col (3) — Substitute ‘19 + 1’ for ‘16+ 1’. 

SI No. iv), col (3) — Substitute ‘17.5+ 1’ for ‘16+1’. 
SI No. iv), col (5) — Substitute ‘5 + 0.5’ for ‘7 + 0.5’. 

SI No. iv), col (6) — Substitute ‘165 + 6’ for ‘163 +5’. 
SI No. iv), col (8) — Substitute ‘1.4’ for ‘1.0’. 

SI No. vi), col (3) — Substitute ‘23 + 1.2’ for ‘20 + 1.2’. 
SI No. vi), col (7) — Substitute ‘88’ for ‘87.5’. 

SI No. vii), col (3) — Substitute ‘25 + 1.5’ for ‘24+ 1.5’. 
SI No. ix), col (3) — Substitute ‘28 + 1.5’ for ‘30 + 1.5’. 
SI No. ix), col (7) — Substitute ‘130’ for ‘138’. 


(Page 6, clause 3.6, line 2 and page 7, clause 5.2.1, line 2) — Substitute 
‘IS 2303 (Part 1/Sec 1)-2012/ISO 719 : 1985 Grading glass — Part 1 Method of 
test and classification Sec 1 Hydrolytic resistance of glass grains at 98°C 
(second revision)’ for ‘IS : 2303 (Part 1/Sec 1) : 1994 ......... and classification 
(first revision)’. 


(Page 9, clause B-1.2) — Substitute the following for the existing clause: 


‘B-1.2 Lot 


All the flasks in a single consignment having the same nominal capacity shall 
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constitute a lot. Thus, if a consignment consists of 126 flasks of 100 ml, 155 
flasks of 125 ml, 250 flasks of 250 ml, 360 flasks of 500 ml, 75 flasks of 


1 000 ml nominal capacities the consignment shall be separated into five lots of 
126, 155, 250, 360 and 75 flasks, respectively.’ 
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